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SUMMARY 

A novel method of mounting thin samples for electrical measurements Is 
described. A vacuum chuck holds a mounting plate, which, In turn, holds the 
sample. Contacts on the mounting plate establish electrical connection to the 
sample. The attachment of wires directly to the samples Is unnecessary. 
Measurements can be made at temperatures from 77 to 1000 K. As an application 
of the apparatus, resistivity and Hall measurements of a thin silicon carbide 
sample are presented. 


INTRODUCTION 

The NASA Lewis Research Center, as a part of Its effort In high tempera- 
ture electronics, currently has a research program aimed at developing silicon 
carbide (SIC). SIC Is of Interest because of Its potential as a semiconductor 
material for high temperature applications. During this research, electrical 
measurements are required for the routine characterization of the SIC material. 
From these measurements, basic electrical parameters such as carrier concen- 
tration, resistivity, and Hall mobility are derived. If these measurements 
are made as a function of temperature, additional Information such as the 
Impurity doping concentration, Impurity Ionization energy, and the band gap 
energy can also be obtained. 

The combination cryostat-furnace apparatus described herein has been built 
for the purpose of making resistivity and Hall measurements as a function of 
temperature (77 to 1000 K) on thin samples (the order of 10 ^m) of SIC. The 
measurements were made using the van der Pauw technique (ref. 1). For the Hall 
measurements, an electromagnet capable of generating 1 T (10 kG) was utilized. 

In designing this apparatus, the ease of sample mounting was a primary 
concern. Direct electrical connection to the sample by wire bonding or similar 
techniques had been considered but rejected. Bonding to these fragile samples 
Is time consuming and frequently results In destruction of the substrates. 
Instead, a vacuum chuck concept was adopted which simultaneously holds the 
sample In place and establishes electrical contact. With this mounting method, 
measurements on many samples can be made quickly. For measurements as a func- 
tion of temperature, either cooled or heated nitrogen gas was circulated over 
the sample and the mounting hardware. 


DESCRIPTION OF THE APPARATUS 

The photograph In figure 1 shows three elements that make up the cryostat/ 
furnace apparatus. These elements are (1) the tubular vacuum jacket, (2) the 
sample mounting assembly, and (3) the heating/cooling assembly. Figure 2 





Illustrates the three elements In their assembled configuration and gives rele- 
vant dimensions of the apparatus. These dimensions were forced by the dimen- 
sions of the electromagnet and the SIC samples. The vacuum jacket must fit 
between the magnet pole pieces (51 mm air gap) and the sample mounting plate 
must receive the SIC sample. A typical SIC sample Is a 5 mm square platelet. 
For the most part, the apparatus Is constructed of nonmagnetic stainless steel. 

The sample mounting assembly and the heating/cooling assembly slide Into 
opposite ends of the vacuum jacket such that the cooled or heated nitrogen gas 
Is Injected In close proximity to the sample and the sample mounting hardware. 
The vacuum jacket Is mounted between the pole pieces of the magnet and connec- 
ted to a mechanical vacuum pump. The use of the vacuum jacket minimizes the 
heat conduction to and from the ambient environment. To further reduce the 
heat loss from the sample mounting volume, the void spaces In the sample mount- 
ing assembly and the heating/cooling assembly are packed with a ceramic fiber 
Insulation. 

Low temperature measurements approaching 77 K were obtained by flowing 
cryogenic nitrogen while electrical resistance heating of dry nitrogen was used 
to obtain measurements at temperatures approaching 1000 K. By balancing the 
flows of these two nitrogen gas sources, measurements at any temperature from 
77 to 1000 K could be made. 

To monitor the temperature, two thermocouples were Initially utilized. 

One thermocouple was connected to the bowl of the vacuum chuck while the second 
sensed gas temperature near the sample. The original reasoning was that when 
the temperature was being changed, the chuck temperature would lag behind the 
gas ambient temperature. In practice, no significant temperature difference 
was noted. Since the bowl thermocouple did, on occasion, Interfere with the 
electrical measurement leads, the bowl thermocouple was eliminated. All tem- 
perature measurements are gas temperatures near the sample. 

A unique feature of this apparatus Is the method of mounting and maintain- 
ing electrical contact to the sample under evaluation. The mounting method 
had to retain the sample and sustain electrical contact over a wide temperature 
range and not Introduce distortions Into the magnetic field during the Hall 
measurements. Various methods of clamping were considered and rejected. 

Instead, the mechanical mounting force Is provided by the vacuum chuck. The 
mounting stage Is shown In figure 3 as well as the "exploded view" In figure 
2. With this mounting method, the vacuum force acts upon raised contacts on 
both the sample and the mounting plate to provide the necessary electrical 
connections . 

The mounting plate Is made of a machinable glass-ceramic Insulating 
material. Both surfaces of the plate, as well as the surface of the vacuum 
chuck are polished to enhance the vacuum seal between the various elements. 

The vacuum source for the chuck Is a commercial venturi type pump. Holes 
through the mounting plate communicate the vacuum to the Interface between the 
plate and the sample. Atmospheric pressure, acting upon the sample then pro- 
vides the mechanical pressure to hold the sample In place. 

In this application, the vacuum holes through the mounting plate are con- 
centric with the various electrical contacts so that the contacts on the mount- 
ing plate are In the form of conducting annuli. Each sample has a pattern of 
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solid contacts similar to that of the mounting plate. The sample Is positioned 
on the plate so that the contacts are aligned and then the vacuum Is applied. 

The contacts on both the samples and the mounting plate are sputter- 
deposited through metal masks. The deposited pattern on the mounting plate 
Includes conductors from the conducting annuli to a second set of contacts near 
the periphery of the plate. These peripheral contacts are used to connect to 
the lead wires which, In turn, are connected to the appropriate measurement 
devices . 

For this application, gold contacts were used. In addition, gold wire was 
used for electrical leads to minimize any thermally Induced contact voltages. 
The van der Pauw measurement requires a pattern of four contacts. For this 
work, the contact size was 0.5 mm2, an d they were arranged In a square pat- 
tern with 2.5 mm center-to-center spacing. 

In applications of this technique to other measurements, one must consider 
the problems of contact material, size, and spacing as well as the effect of 
contact potentials or resistance. The use of a conducting annulus as a contact 
does limit the size of the contact. In some applications, gold as a deposited 
contact may not be appropriate. The Influence of contact size and geometry 
upon the van der Pauw measurement Is discussed In reference 1. 


APPLICATION 

The apparatus described has been used to obtain electrical measurements 
upon SIC samples. These samples are epitaxially grown upon commercial silicon 
wafers (ref. 2). With care, thicker (>10 ym) SIC layers can be removed from 
the silicon and handled without breakage. For thin layers, the measurements 
must be made with the silicon In place. The resistivity of the silicon 
decreases rapidly with Increasing temperature and, In turn, Introduces large 
errors Into any measurement. Obviously, at higher temperatures, meaningful 
measurements cannot be made with the silicon layer present. The higher tem- 
perature measurements can be made only on the thicker samples. 

Figure 4 presents typical measurements of carrier concentration, resis- 
tivity, and Hall mobility as a function of temperature. These data are from a 
cubic SIC sample having a thickness of 17 ym. 

The apparatus described In this report was constructed for the specific 
purpose of SIC characterization. It Is expected however, that the vacuum chuck 
concept would be useful In a variety of measurement applications. 
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Figure 1. - Elements of cryostat/furnace apparatus. 
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Figure 2. - Assembled configuration of cryostat/furnace apparatus. Exploded view details the sample mounting hardware. 
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